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Abstract

Background

The development of rK39-based immunochromatographic rapid diagnostic tests represents

an important advance for serodiagnosis of visceral leishmaniasis, being cheap and easy to

use at the point of care (POC). Although the use of rK39 have considerably improved the

sensitivity and specificity of serological tests compared with total antigens, great variability

in sensitivity and specificity was reported. This study aimed at the evaluation of “Kalazar

Detect™ Rapid Test, Whole Blood” (Kalazar Detect RDT) for Visceral Leishmaniasis (VL)

diagnosis using oral fluid, whole blood and serum specimens collected at different endemic

areas of VL of Brazil.

Methodology

To evaluate Kalazar Detect RDT, oral fluid, whole blood and serum specimens from 128 VL

patients, 85 healthy individuals, 22 patients with possible cross-reactivity diseases and 20

VL/aids coinfected patients were collected and assayed at the POC.
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Principal findings and conclusions

The performance of Kalazar Detect RDT in whole blood and serum was similar; however,

using oral fluid, the sensitivity was low. Particularly in samples from the city of Natal, Rio

Grande do Norte state in Northeastern Brazil, we observed low sensitivity, 80.0% (95% CI:

62.7–90.5), using whole blood and serum, and poor sensitivity, 43.3% (95% CI: 27.4–60.8)

with oral fluid. Those values were much lower than in the other regions, where sensitivity

ranged from 92.7–96.3% in whole blood and serum, and 80.0–88.9% in oral fluid. Besides,

in VL/aids coinfected patients, lower sensitivity was achieved compared with VL patients. In

samples from Natal, the sensitivity was 0.0% (95% CI: 0.0–49.0) and 25.0% (95% CI: 4.6–

69.9), using oral fluid and serum/whole blood, respectively; in samples from the other

regions, the sensitivity ranged from 40.0–63.6% and 80.0–81.8%, respectively. As for speci-

ficity, high values were observed across the fluids, 100.0% (95% CI: 96.5–100.0) in whole

blood, 96.3% (95% CI: 90.8–98.5) in serum, and 95.3% (95% CI: 89.5–98.0) in oral fluid;

across localities, specificity ranged from 85.7–100.0%. Serum samples sent by the collabo-

rating centers to Instituto de Medicina Tropical (n = 250) were tested by Kalazar Detect

RDT, Direct Agglutination Test, Indirect immunofluorescence assay, Enzyme-linked immu-

nosorbent assay, and IT-Leish® RDT. The regional difference in the performance of rK39-

based RDT and lower sensitivity in Leishmania/HIV coinfected patients raise concern on the

routine use of these products for the diagnosis of VL.

Introduction

Visceral leishmaniasis (VL) is a disease caused by a protozoan of the genus Leishmania, the species

Leishmania (Leishmania) donovani prevalent in the Indian subcontinent and East Africa, and L.

(L.) infantum in other parts of Asia and Africa, Europe and New World [1–3]. L. (L.) infantum
infection is transmitted by the bite of sandflies belonging to Phlebotomus spp, and dogs are the

main peridomestic reservoir [4]. The World Health Organization (WHO) estimates that 50 000 to

90 000 new cases of VL occur worldwide each year and in 2017 more than 90% of new cases

occurred in 10 countries: Bangladesh, Brazil, China, Ethiopia, India, Kenya, Somalia, South Sudan

and Sudan [5]. In the Americas, 90% of VL cases occur in Brazil, where it is detected in 22 states

and the Federal District, with 4,103 cases and 8.8% lethality in 2017 [6–8].

Parasitological techniques remain the gold standard for the diagnosis of leishmaniasis.

They are highly specific, but with low sensitivity, reaching 52–85% in bone marrow aspirates

that are the usual source for VL diagnosis [9]. The sensitivity may be higher when spleen aspi-

rate is obtained (93.1–98.7%) [2], but in Brazil, it is not done for ethical reasons. Since bone

marrow aspirates further require hematologist for evaluation not always available or accessible

at the point of care (POC) or nearby, serological tests arise as alternative tools for the diagnosis

of Leishmania infections [10]. As the POC in endemic areas does not always have a laboratory

structure, among serological assays, the choice appoints to those that do not require laboratory

equipment and trained technicians such as direct agglutination test (DAT) and rapid diagnos-

tic test (RDT).

In 1998, the use of the recombinant K39 (rK39) antigen, derived from a 39 amino acid

repeat encoded by a kinesin-like protein-encoding gene of L. chagasi [11], inserted onto

immunochromatography platforms, commonly referred to as RDTs, represented an advance

for the serological diagnosis and control of VL in Indian subcontinent [12]. RDTs made easy
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the field applicability of serological diagnosis because they do not require equipment, the pro-

cedure is simple, and the results are obtained within some minutes upon sample application on

a chromatographic strip. These characteristics expedited the diagnosis of VL leading to a more

appropriate and earlier treatment with a consequent reduction in lethality [13,14] Although

recombinant antigens have considerably improved the sensitivity and specificity of serological

tests compared with total antigens, great variability in sensitivity (82–100%) and specificity (86–

100%) was reported [13,15–17]. Further data derived from the use of RDT for the diagnosis of

VL in different studies and different regions showed quite different sensitivity of the test that

impelled the WHO to coordinate a global comparative evaluation of four commercial immuno-

chromatographic RDTs for VL that involved nine laboratories in East Africa, the Indian sub-

continent and Latin America. This study showed a difference in the quality of commercially

available RDTs and a regional difference in sensitivity of the same RDT. Generally, the RDTs

sensitivities were lower in East Africa and Brazil compared with the Indian subcontinent [10]

In endemic areas worldwide, not only in Brazil, since the POC for VL has precarious infra-

structures for laboratory diagnosis, we aimed in the present study at the evaluation of RDTs

using different body fluid besides plasma, such as whole blood and oral fluid which are more

easily obtained. Further due to the variability observed in RDT performance among regions

[10], even when involving the same Leishmania species, this aspect was also considered in the

present study.

In the present study, we observed good performance of Kalazar Detect RDT using whole blood

and serum but poor with oral fluid. Besides, in VL/aids coinfected patients, lower sensitivity was

achieved in relation to Visceral Leishmaniasis patients, regardless of the sample source. We also

observed a regional difference in performance in some cases, reaching sensitivity lower than 90%

that raises concern on the use of rK39-based RDT in the routine of VL diagnosis.

Materials and methods

Ethical statement

This project received ethical approval from the Research Ethics Committee of the Institute of

Tropical Medicine and the Ethics Committee of the School of Medicine, University of São

Paulo, on 07/03/2012 (approval number 490/11). According to Resolution No. 466 of 12/12/

2012 (National Health Council, Brazil), all individuals enrolled in the study and/or their legal

guardians (if the participant was a child) were informed of the objectives and voluntarily

signed a written ’Informed Consent Form’.

Study protocol

For this study, sampling was prospectively collected in collaborating centers from the Brazilian

leishmaniasis endemic area and the non-endemic municipality of Sao Paulo, between 2012

and 2013. Fingertip blood, saliva, and blood without anticoagulant for serum separation were

obtained from VL patients, healthy asymptomatic individuals, patients with potentially cross-

reactive diseases, and VL/aids coinfected patients. The three fluids were assayed at the sites of

collection by “Kalazar Detect™ Rapid Test, Whole Blood” (Kalazar Detect RDT), and serum

samples were sent to Instituto de Medicina Tropical da Faculdade de Medicina/USP (IMT/

FMUSP) to be tested by Kalazar Detect RDT and other serological assays.

Sample size calculation

Assuming that the sensitivity of Kalazar Detect RDT was 95% [18] and considering a 95% con-

fidence interval (95% CI) of ± 5%, the sample size needed was at least 73 VL patients. As for
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specificity, at least 84 controls were required, assuming 98% specificity [18] and considering a

95% CI of ± 3% [19].

Study subjects

Two hundred forty subjects were enrolled in the four collaborating centers from Brazilian

leishmaniasis endemic area and 15 from the non-endemic municipality of Sao Paulo (S1 Fig):

1. Universidade Federal de Mato Grosso do Sul (Campo Grande/MS), 2. Universidade Esta-

dual de Sao Paulo–UNESP (Botucatu/SP), 3. Universidade Federal de Sergipe (Aracaju/SE), 4.

Hospital Giselda Trigueiro–SESAP (Natal/RN), 5. Instituto de Infectologia Emilio Ribas (Sao

Paulo/SP) (Table 1). The subjects enrolled were distributed in four groups:

Group I—VL patients—consisted of 128 patients from endemic area, with a combination of

two of the following symptoms or signs, fever, hepatomegaly and/or splenomegaly, cytopenia

but excluding those with confirmed diagnosis of HIV or a disease with possibility of cross-

reactivity, as cutaneous leishmaniasis, tuberculosis, malaria, systemic mycoses, leprosy and

Chagas disease). VL disease was confirmed by parasitological exam in a bone marrow sample

by microscopy/culture [9] and when it was not possible to do the parasitological exam, by posi-

tive Direct Agglutination Test (DAT) [10]. These patients were from Campo Grande/MS,

Bauru/SP, Aracaju/SE, and Natal/RN.

Group II—asymptomatic controls—consisted of 85 individuals considered healthy by their

assessment and/or clinical exam, matched by age and sex with VL patients, living in an area

with transmission of Leishmania infection, who stayed asymptomatic for VL for six months

follow-up and who was negative by DAT. These individuals were from Campo Grande/MS,

Bauru/SP, Aracaju/SE, and Natal/RN.

Group III—controls with possible cross-reactivity—consisted of 22 patients with a con-

firmed diagnosis of Chagas disease (N = 6), paracoccidioidomycosis (N = 7), cutaneous leish-

maniasis (N = 7) and tuberculosis (N = 2), and who were DAT negative. These patients were

from Campo Grande/MS and Sao Paulo/SP.

Group IV–Among VL samples, 20 were later identified as being from co-infected VL/aids

patients and, although the number was small, we analyzed the influence of this co-infection on

the performance of the RDT. These patients were from Campo Grande/MS, Bauru/SP, and

Natal/RN.

All samples were randomly assayed to ensure that the technicians performed a blinded

analysis.

Laboratory tests performed at the site of sample collection, at the POC

To standardize the results among the centers, the coordinator center (IMT/FMUSP) sent

SOPs (standard operating procedure) of “Coordinator Assignments”, “Collection, sample

identification and processing and Kalazar Detect RDT execution” and “Kalazar Detect™ Rapid

Test, Whole Blood–reading and recording the results”. We also sent forms, “First medical

record—collection and recording of clinical and epidemiological data”, “Record of sample

identification codes and clinical and epidemiological data”, “Technician 1 result sheet”, “Tech-

nician 2 result sheet” and “Record of Kalazar Detect RDT results”.

“Kalazar Detect™ Rapid Test, Whole Blood” (Kalazar Detect RDT) (Inbios International,

Seattle, WA) was performed, following manufacturer instructions, in whole blood, oral fluid,

and serum, at the collection sites. Ten microliters of the specimen were dispensed onto the

device by micropipette, and the buffer was applied using the dropper provided. All samples

(Table 1) were tested with lot 1 of RDT, and 25% of the samples were tested simultaneously

with a second lot (Lot 2) to assess lot-to-lot reproducibility. Two technicians performed
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independent readings and recorded the results on separate standardized forms. Technician 1

read at the minimum reading time (15 minutes) and Technician 2 after 30 minutes from the

first reading. The test result was considered positive when both the control line and test line

were present and negative when only the control line was seen. In the absence of the control

line, the test was considered invalid and repeated twice. To standardize the Kalazar Detect

RDT reading at the POC (S2 Fig), control line and test line color intensities were scored as

strong positive (3), positive (2), weak positive (1) and faint (0.5). The absence of test lines was

recorded as negative (0).

After RDT assay at the POC, all samples from VL patients were sent to Instituto de Medi-

cina Tropical de Sao Paulo/USP to be tested, except five (four from Aracaju and one from

Bauru) that had problem in storing.

Laboratory tests performed at Instituto de Medicina Tropical da Faculdade

de Medicina/USP (IMT)

In addition to Kalazar Detect TM RDT performed as in the POC, all serum samples sent to

IMT (n = 250) were tested by Direct Agglutination Test–DAT, Indirect immunofluorescence

assay–IFA, Enzyme-linked immunosorbent assay–ELISA and IT-Leish1 RDT (Bio-Rad

Laboratories).

DAT based on L. infantum-derived antigen kit produced at Prince Leopold Institute of

Tropical Medicine, Amsterdam, The Netherlands, was performed using serum samples,

according to Harith and collaborators [20] Prior to use, DAT cut-off was calculated using a

Table 1. Demographic data of the study subjects. Number of samples from different patients and controls, and site of collection.

Subjects Sex Age (yr)

M F Median Min-max Kruskal-Wallis (p)

Visceral Leishmaniasis (n = 128) 86 39 25.5 1–90 <0.001

Campo Grande (n = 27) 19 8 43 a 1–90

Bauru (n = 16) 9 7 16.5 1–59

Aracaju (n = 55) 35 20 9.5 1–68

Natal (n = 30) 23 4 33 15–56

Asymptomatic control (n = 85) 46 39 30 2–67 <0.001

Campo Grande (n = 31) 20 11 34 4–67

Bauru (n = 7) 0 7 32 29–35

Aracaju (n = 14) 6 8 9.5 b 2–33

Natal (n = 33) 20 13 29 16–60

Potentially cross-reactive control (n = 22) - - - -

Campo Grande (n = 7) 4 3 43 25–74

Sao Paulo (n = 15) - - - -

Visceral Leishmaniasis/aids (n = 20) 12 8 36 20–53 0.667

Campo Grande (n = 11) 8 3 37 20–53

Bauru (n = 5) 3 2 43 23–53

Natal (n = 4) 1 3 31 21–46

n – Number of samples.

M – Male. F – Female.

Min-max – minimum-maximum.

a – p<0.001 (Kruskal-Wallis) in relation to Bauru and Aracaju.

b – p<0.001 in relation to Bauru, Campo Grande, and Natal.

https://doi.org/10.1371/journal.pone.0230610.t001
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panel of 56 samples from parasitologically confirmed cases of VL and 48 healthy controls from

VL endemic area. Using a cut-off of�1:3,200, DAT presented 98.2% (90.4–99.9) sensitivity

(95%CI) and 100.0% (92.6–100.0) specificity. For the study, 260 samples were two-fold diluted

from 1:100 through 1:102,400.

IFA based on L. major-like promastigotes was performed in serum samples, according to

Guimaraes and collaborators [21] ELISA based on a total alkaline extract of L. major-like pro-

mastigotes (MHOM/BR/71/49) was performed in serum samples, according to Celeste and

collaborators [22]. IT-Leish RDT was performed according to manufacturer instructions, fol-

lowing the same protocol used for Kalazar Detect RDT, for qualitative and quantitative evalua-

tion of the reaction and readings involving two Technicians.

Data management and analysis

Sensitivity, specificity, positive and negative likelihood ratios and accuracy were calculated

for the RDT with 95% confidence intervals (CI), using the results from the Technician 1

reading at 15 minutes. For comparison of sensitivity and specificity, McNemar chi-square

was used, after matching controls and VL cases, considering the DAT/parasite result. Dif-

ferences between proportions were tested for significance using the Fisher exact probability

test or chi-square test. Titers and band intensity color were compared by Friedman test

(paired samples), Kruskal-Wallis (three or more groups) or Mann-Whitney Rank Sum Test

(two groups). Inter-reader and inter-lot reliabilities (reproducibility) were calculated for the

results expressed as positive and negative using equations from Fleiss and collaborators [23]

According to Landis and Koch [24], the kappa (κ) coefficient associated with the relative

strength of agreement was assigned as 1.00–0.81 almost perfect, 0.80–0.61 substantial, 0.60–

0.41 moderate, 0.40–0.21 fair, and 0.20–0.00 slight agreement; < 0 no agreement.

The likelihood ratio of a positive test (LR+) is the proportion of positive results obtained

among those with the disease (sensitivity) divided by the proportion of positive results

obtained among those without the disease (1-specificity). LR+ >1 indicates evidence for the

disease. The likelihood ratio of a negative test (LR–) is the proportion of negative results

obtained among those with the disease (1-sensitivity) divided by the proportion of negative

results obtained among those without the disease (specificity) [25,26]. LR–<1 indicates evi-

dence for the absence of disease. LR+>10 and LR–<0.1 indicates strong evidence for the dis-

ease or the absence of disease, respectively [27,28]. Intuitively, the higher the LR+, the greater

the evidence for disease and the smaller the LR–the lesser the association with the presence of

the disease [29]. When specificity is 100%, LR+ was not calculated.

Positive and negative predictive values (PPV and NPV) were not calculated because they

depend mathematically on prevalence of the disease [19,30] and our sampling was collected

based on a previous diagnosis (convenience sampling) and do not represent the real preva-

lence of VL in the settings studied.

Statistical analyses were performed using the GraphPad Prism version 5.00 for Windows

(GraphPad Software, San Diego California USA, www.graphpad.com), GraphPad QuickCalcs

(©2018 GraphPad Software, https://www.graphpad.com/quickcalcs/catMenu/), SigmaStat for

Windows version 3.5 (©2006 Systat Software, Inc.) and MedCalc Statistical software version

19.1 (©2019 MedCalc Software bvba, Ostend, Belgium, https://www.medcalc.org/calc/

diagnostic_test.php).
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Results

Direct agglutination test–DAT

VL cases and controls were categorized by DAT as either positive with low, medium, or high anti-

body titer or negative [10] Three control samples that were DAT positive and two VL samples that

were DAT negative without a parasitological exam were not selected for the study (S1 Fig).

Table 2 shows the results obtained with the 250 samples that met the inclusion criteria. All

asymptomatic control samples and potentially cross-reactive samples were DAT negative

(�1:1,600). Three case samples were DAT negative, two from Leishmania/HIV coinfected

patients and one from a VL patient. DAT sensitivity was 99.2% in VL patients and 90.0% in

VL/aids patients (Fisher’s exact test, p = 0.0507).

Among localities, no significant difference was observed in VL samples (Kruskal-Wallis

Analysis of Variance, p = 0.0736), in VL/aids samples (Kruskal-Wallis Analysis of Variance,

p = 0.0712) and in potentially cross-reactive samples (Mann-Whitney Rank Sum Test,

p = 0.068). A significant difference was observed in asymptomatic controls (Kruskal-Wallis

Analysis of Variance, p = 0.0282), but Dunn’s Multiple Comparison Test does not detect the

difference between pairs of localities.

Comparing VL and VL/aids DAT titers, no significant difference was observed in Campo

Grande (Mann-Whitney Rank Sum Test, p = 0.1792) and Bauru (Mann-Whitney Rank Sum

Test, p = 0.9637). However, a significant difference was observed between VL and VL/aids

DAT titers in Natal (Mann-Whitney Rank Sum Test, p = 0.0056) and considering all localities

(Mann-Whitney Rank Sum Test, p = 0.0004).

“Kalazar Detect™ Rapid Test, Whole Blood” performed at the site of

sample collection, at the POC

Tables 3–7 and S1 Fig show the results of RDT performed in whole blood (WB), oral fluid

(OF) and serum (SE) samples at the POC. We present the reading of technician 1 with lot 1.

These results refer to the samples in Table 1.

In samples from VL patients (Tables 3 and S1 and S1 Fig), it was observed a lower sensitiv-

ity with oral fluid compared to whole blood and serum in Natal (McNemar’s test, p = 0.004)

and when the samples of all the centers were considered together (McNemar’s test, p<0.001).

Comparing the performance of each fluid (whole blood, oral fluid and serum) at the sites of

collection, lower sensitivity was obtained in Natal, with oral fluid, (chi-square test, p = 0.0003).

Furthermore, in Natal whole blood and serum yielded an 80.0% sensitivity, much lower than

in the other localities (92.7% to 96.3%).

Taking into account VL patients from all localities, RDT test line intensity (S2 Fig) was sig-

nificantly weaker using oral fluid compared to serum and whole blood (Friedman test for

paired samples, p = 0.0003 and p<0.0001) (Table 4); no difference was observed across the

localities (Kruskal-Wallis test, p>0.05). In asymptomatic controls and potentially cross-reac-

tive controls, medians of test line intensity were zero using the three fluids (Friedman test for

paired samples, p>0.05).

In samples from VL/aids patients (Table 5 and S1 Fig), the sensitivity obtained was not sig-

nificantly different across the localities and for the three fluids. The diagnostic performance of

whole blood was very similar to that of serum, which provides one more attribute for using

Kalazar Detect RDT at the POC.

Considering VL/aids patients (Table 6), RDT test line intensity (S2 Fig) was significantly

different among fluids in Campo Grande (Friedman test for paired samples, p = 0.0273) and
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when the samples of localities were considered all together (Friedman test for paired samples,

p = 0.0031). No difference was observed across the localities (Kruskal-Wallis test, p>0.05).

In controls, no difference was observed in the specificity of the RDT across the localities

and fluids (Table 7 and S1 Fig).

Considering VL and control samples (n = 220, excluding coinfected VL/aids and other dis-

eases patients from Sao Paulo), Kalazar Detect RDT achieved the highest accuracy (95% CI)

using serum and whole blood in relation to oral fluid, respectively, 92.3% (87.9–95.4), 94.5%

(90.7–97.1) and 82.7% (77.1–87.5). Positive likelihood ratios (LR+) were>10 across the locali-

ties and for all fluids, except in Aracaju for serum sample (6.36; 95%CI: 1.76–26.02). The best

Table 2. Median titers obtained in DAT for VL, VL/aids and control samples.

Locality VL AC CR VL/aids

median min-max median min-max median min-max median min-max

Campo Grande 102,400 3,200–409,600 100 100–1,600 100 100–1,600 12,800 100–409,600

Bauru 51,200 25,600–409,600 100 100–100 - - 51,200 25,600–102,400

Aracaju 153,600 6,400–409,600 100 100–200 - - - -

Natal 204,800 200–409,600 100 100–400 - - 3,200 a 1,600–25,600

Sao Paulo - - - - 100 100–100 - -

Total 102,400 200–409,600 100 100–1,600 100 100–1,600 25,600 b 100–409,600

DAT – direct agglutination test.

VL – visceral leishmaniasis.

AC – asymptomatic control.

CR – potentially cross-reactive control.

VL/aids – coinfected patients.

min-max – minimum-maximum.

a – p = 0.0056 (Mann-Whitney Rank Sum Test) in relation to VL patients from Natal.

b – p = 0.0004 (Mann-Whitney Rank Sum Test) in relation to total VL patients.

https://doi.org/10.1371/journal.pone.0230610.t002

Table 3. Sensitivity (%) and 95% confidence intervals (95% CI) of the RDT performed in oral fluid, serum and

whole blood samples from VL patients, according to the collection site.

Locality (n) Sensitivity% (n)

95% CI

Oral fluid Serum Whole blood

Campo Grande (27) 88.9 (24) 96.3 (26) 96.3 (26)

71.9–96.1 81.7–99.3 81.7–99.3

Bauru (16) 81.2 (13) 93.7 (15) 93.7 (15)

57.0–93.4 71.7–98.9 71.7–98.9

Aracaju (55) 80.0 (44) 90.9 (50) 92.7 (51)

67.6–88.4 80.4–96.0 82.7–97.1

Natal (30) 43.3 (13) a c 80.0 (24) 80.0 (24)

27.4–60.8 62.7–90.5 62.7–90.5

Total (128) 73.4 (94) b 89.8 (115) 90.6 (116)

65.2–80.3 83.4–94.0 84.3–94.6

n – Number of samples.

a – p = 0.004 and.

b – p<0.001 (McNemar’s test) in relation to serum and whole blood.

c – p = 0.0003 (chi-square test) in relation to Campo Grande, Bauru and Aracaju.

https://doi.org/10.1371/journal.pone.0230610.t003
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negative likelihood ratio (LR-) was achieved with whole blood (0.09; 95%CI: 0.05–0.16). On

the other hand, LR- were >0.1 across the localities for oral fluid and higher in Natal, not only

with oral fluid (0.57; 95%CI: 0.41–0.77) but also with serum and whole blood (0.20; 95%CI:

0.10–0.41) (S1 Table).

Lot-to-lot and interobserver variability. The agreement of Kalazar Detect results between

readers, using lot 1 (S2 Table) and lot-to-lot agreement (S3 Table) was almost perfect [24].

Tests performed at IMT

Tables 8–10 and S3 Fig present the results of Kalazar DetectTM–Rapid Diagnostic RDT, IT-Le-

ish1 RDT, indirect immunofluorescence assay (IFA) and Enzyme-linked immunosorbent

assay (ELISA) obtained assaying the serum (SE) samples sent to IMT. The results obtained

with Kalazar Detect at the POC are also presented in the first column for comparison.

Concerning VL samples (Table 8 and S3 Fig and S4 Table), higher sensitivity was achieved

in IT-Leish and ELISA (McNemar’s test, p = 0.041) in samples from Aracaju and the total sam-

ples (McNemar’s test, p = 0.013) in relation to Kalazar Detect performed at IMT (Kalazar

Detect-IMT). Across localities, no significant difference was observed in any of the tests.

Regarding VL/aids samples, no difference across localities (chi-square test, p>0.05) or tests

(McNemar’s test, p>0.05) was observed (Table 9 and S3 Fig).

Higher sensitivity was achieved in VL serum samples (Table 8) in relation to VL/aids

(Table 9) in the total of samples using Kalazar Detect-POC (Fisher’s exact test, p = 0.0155),

Kalazar Detect-IMT (Fisher’s exact test, p = 0.0046), IT-Leish (Fisher’s exact test, p = 0.0007)

and ELISA (Fisher’s exact test, p = 0.0474). Higher sensitivity in VL samples was also obtained

in Natal using Kalazar Detect-POC (Fisher’s exact test, p = 0.0480), Kalazar Detect-IMT (Fish-

er’s exact test, p = 0.0480) and IT-Leish (Fisher’s exact test, p = 0.0211), and in Campo Grande

using Kalazar Detect-IMT (Fisher’s exact test, p = 0.0187) (S5 Table). Across localities, no sig-

nificant difference was observed in Kalazar Detect-POC, Kalazar Detect-IMT, IT-Leish, IFA

and ELISA sensitivities, in both VL (Table 8) and VL/aids samples (Table 9).

No difference was observed in specificity values obtained across different localities (chi-

square, p>0.05). Lower specificity was achieved by ELISA in relation to Kalazar Detect-IMT,

in samples from Campo Grande (McNemar’s test, p = 0.002), Aracaju (McNemar’s test,

p = 0.041), Natal (McNemar’s test, p = 0.001) and Sao Paulo (McNemar’s test, p = 0.003), and

in the total of samples (McNemar’s test, p<0.001) (Table 10 and S3 Fig).

Table 4. Comparing RDT test line intensity in oral fluid, serum and whole blood samples collected from patients

with VL, according to the collection site.

Locality (n) Median c

Oral fluid Serum Whole blood

Campo Grande (27) 2.0 a 3.0 3.0

Bauru (16) 1.0 b 3.0 2.5

Aracaju (55) 1.0 a 3.0 3.0

Natal (30) 0.0 a 2.5 3.0

Total (128) 1.0 a 3.0 3.0

n – number of samples.

a – p<0.0001 (Friedman test for paired samples) in relation to whole blood and serum.

b – p = 0.0003 (Friedman test for paired samples) in relation to serum.

c – Median of the test line intensities scores: strong positive (3), positive (2), weak positive (1) and faint (0.5); no test

line (0).

https://doi.org/10.1371/journal.pone.0230610.t004
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It is important to point out that the low specificity of IFA and ELISA observed among the

Sao Paulo controls is due to the cases of cutaneous leishmaniasis and Chagas disease that react

with L. major-like promastigotes (IFA) and L. major-like total extract, antigen used in ELISA

(S6 Table).

Considering VL and control samples (n = 215, excluding coinfected VL/aids and other dis-

eases patients from Sao Palo), IT-Leish RDT, KD-POC and KD-IMT achieved the highest

accuracy (95% CI), respectively, 95.3% (91.6–97.7), 93.5% (89.3–96.4) and 89.8% (84.9–93.5)

in relation to IFA and ELISA, respectively, 84.6% (79.1–89.2) and 78.1% (72.0–83.5). IT-Leish

RDT and KD-POC showed the highest LR+ (28.62; 95%CI: 9.40–87.16 and 27.64; 95%CI:

9.07–84.23, respectively) and the lowest LR- (0.06; 95%CI: 0.03–0.12 and 0.09; 95%CI: 0.05–

0.16, respectively). Across the localities and in the total of VL and control samples, ELISA

showed LR+ <3 and IFA showed LR->0.1. In Natal, LR- were>0.1 in all tests (S4 Table).

Discussion

In the present study, we aimed at the evaluation of the performance of rK39-RDT, Kalazar

Detect RDT, for VL diagnosis using different body fluids as source and using samples collected

Table 5. Sensitivity (%) and 95% confidence intervals (95% CI) of the RDT performed in oral fluid, serum and

whole blood samples from VL/aids patients, according to the collection site.

Locality (n) Sensitivity% (n)

95% CI

Oral fluid Serum Whole blood

Campo Grande (11) 63.6 (7) 81.8 (9) 81.8 (9)

35.4–84.8 52.3–94.9 52.3–94.9

Bauru (5) 40.0 (2) 80.0 (4) 80.0 (4)

11.8–76.9 37.6–96.4 37.6–96.4

Natal (4) 0.0 (0) 25.0 (1) 25.0 (1)

0.0–49.0 4.6–69.9 4.6–69.9

Total (20) 45.0 (9) 70.0 (14) 70.0 (14)

25.8–65.8 48.1–85.4 48.1–85.4

n – number of samples.

No difference across localities (chi-square test, p>0.05) or fluids (McNemar’s test, p>0.05.

https://doi.org/10.1371/journal.pone.0230610.t005

Table 6. Comparing RDT test line intensity in oral fluid, serum and whole blood samples from VL/aids patients,

according to the collection site.

Locality (n) Median c p

Oral fluid Serum Whole blood

Campo Grande (11) 1.0 2.0 a 1.0 0.0273

Bauru (5) 2.0 2.0 2.0 0.1821

Natal (4) 0.0 0.0 0.0 0.4306

Total (20) 0.5 1.5 b 1.0 0.0031

n – number of samples.

an – p = 0.0273 and.

bn – p = 0.0031 (Friedman test for paired samples) in relation to whole blood and oral fluid.

cn – Median of the test line intensities scores: strong positive (3), positive (2), weak positive (1) and faint (0.5); no test

line (0).

https://doi.org/10.1371/journal.pone.0230610.t006
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in different regions of Brazil. The performance of Kalazar Detect RDT using whole blood and

serum was good but with oral fluid, the sensitivity was poor. Particularly with samples from

the city of Natal, Rio Grande do Norte state, Northeastern Brazil, we observed sensitivity

below 90%, using whole blood and serum and lower using oral fluid. Due to the difference in

Table 8. Sensitivity (%) and 95% confidence intervals (95% CI) of Kalazar Detect performed at the point of care (POC) and IT-Leish and other tests performed at

IMT, in serum samples collected from patients with VL, according to the collection site.

Locality (n) Sensitivity % (n)

CI 95%

KD-POC KD-IMT IT-Leish IFA ELISA

Campo Grande (27) 96.3 (26) 96.3 (26) 96.3 (26) 85.2 (23) 96.3 (26)

81.7–99.3 81.7–99.3 81.7–99.3 67.5–94.4 81.7–99.3

Bauru (15) 93.3 (14) 93.3 (14) 93.3 (14) 60.0 (9) 93.3 (14)

70.2–98.8 70.2–98.8 70.2–98.8 35.7–80.2 70.2–98.8

Aracaju (52) 94.2 (49) 86.5 (45) 98.1 (51) a 82.7 (43) 98.1 (51) a

84.4–98.0 74.7–93.3 89.5–99.6 70.2–90.6 89.9–99.7

Natal (30) 80.0 (24) 80.0 (24) 86.7 (26) 83.3 (25) 86.7 (26)

62.7–90.5 62.7–90.5 70.3–94.7 66.4–92.7 70.3–94.7

Total (124) 91.1 (113) 87.9 (109) 94.4 (117) b 80.6 (100) 94.4 (117) b

84.8–95.0 81.0–92.5 88.8–97.2 72.8–86.6 88.8–97.2

n – number of samples.

KD-POC – Kalazar Detect performed at the point of care.

KD-IMT – Kalazar Detect processed at IMT.

IT-Leish – rK39 – RDT.

IFA – L. major-like based Indirect immunofluorescence assay.

ELISA – L. major-like based Enzyme-linked immunosorbent assay.

a – p = 0.041 and.

b – p = 0.013 (McNemar’s test) in relation to KD-IMT.

No difference across localities (chi-square test, p>0.05).

https://doi.org/10.1371/journal.pone.0230610.t008

Table 7. Specificity (%) and 95% confidence intervals (95% CI) of the RDT performed in oral fluid, serum and

whole blood samples from asymptomatic and potential cross-reactive controls, according to the collection site.

Locality (n) Specificity% (n)

95% CI

Oral fluid Serum Whole blood

Campo Grande (38) 92.1 (35) 94.7 (36) 100.0 (38)

79.2–97.3 82.7–98.5 90.8–100.0

Bauru (7) 100.0 (7) 100.0 (7) 100.0 (7)

64.6–100.0 64.6–100.0 64.6–100.0

Aracaju (14) 92.9 (13) 85.7 (12) 100.0 (14)

68.5–98.7 60.1–96.0 78.5–100.0

Natal (33) 100.0 (33) 100.0 (33) 100.0 (33)

89.6–100.0 89.6–100.0 89.6–100.0

Sao Paulo (15) 93.3 (14) 100.0 (15) 100.0 (15)

70.2–98.8 79.6–100.0 79.6–100.0

Total (107) 95.3 (102) 96.3 (103) 100.0 (107)

89.5–98.0 90.8–98.5 96.5–100.0

n – Number of samples.

No difference across localities (chi-square test, p>0.05) or fluids (McNemar’s test, p>0.05).

https://doi.org/10.1371/journal.pone.0230610.t007
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performance, apparently regional, we evaluated the results, using another rK39-RDT, the

IT-Leish RDT, and the same serum samples. The performance of IT-Leish RDT was slightly

better than that of Kalazar Detect, but the lower sensitivity with samples from Natal was con-

firmed. In VL/aids coinfected patients, lower sensitivity was achieved in relation to VL

patients, mainly in Natal.

Overall, whole blood and serum showed high sensitivity in VL patients and high specificity

in asymptomatic and potential cross-reactive controls. However, in VL/aids coinfected

patients, low sensitivity was achieved. These results corroborate other studies [10,31–33], in

which sensitivity ranged from 83–95%, in VL patients, and from 61–67% in HIV/aids coin-

fected patients and the specificity ranged from 90–100%.

In contrast, in VL patients, oral fluid showed poor sensitivity (McNemar’s test, p<0.001)

and lower median scores of the test line intensity with whole blood and serum, not only in the

total of samples but also in Campo Grande, Bauru, Aracaju and Natal. Our results are in agree-

ment with studies carried out in India, where Vaish and collaborators evaluated rK39-RDT

and rK-39-ELISA in VL patients and obtained a sensitivity of 100% and around 80% in both

tests, using serum and saliva samples, respectively [34]. In another study, Mohapatra and col-

laborators compared serum, urine, and saliva samples of VL cases using rK39-RDT. Saliva was

positive in 84% of cases, and serum and urine in 100% [35]. da Silva and collaborators con-

cluded that saliva is not an appropriate material for diagnosing VL using rK39-RDT, as they

obtained 58.6% sensitivity in VL cases [36]. On the other hand, in Tunisian VL patients, a sen-

sitivity of 100% was achieved with oral fluid in biotin-streptavidin ELISA using rK39 [37] The

reason for this difference may be attributable to the assay format, parasite diversity and /or

level of antibody response that may be related to the severity of the disease since the Tunisian

patients included in that study were children admitted at the hospital.

A point that must be emphasized is the performance of samples from VL patients collected

in Natal. Although the difference has been significant only with oral fluid (chi-square test,

p = 0.0003), the sensitivity using whole blood and serum from Natal resulted around 10–15%

Table 9. Sensitivity (%) and 95% confidence intervals (95% CI) of Kalazar Detect performed at the point of care (POC) and IT-Leish and other tests performed at

IMT, in serum samples collected from patients with VL/aids, according to the collection site.

Locality (n) Sensitivity % (n)

CI 95%

KD-POC KD-IMT IT-Leish IFA ELISA

Campo Grande (11) 81.8 (9) 63.6 (7) 72.7 (8) 72.7 (8) 81.8 (9)

79.2–97.3 35.4–84.8 43.4–90.3 43.4–90.3 79.2–97.3

Bauru (5) 80.0 (4) 80.0 (4) 80.0 (4) 80.0 (4) 80.0 (4)

37.6–96.4 37.6–96.4 37.6–96.4 37.6–96.4 37.6–96.4

Natal (4) 25.0 (1) 25.0 (1) 25.0 (1) 75.0 (3) 75.0 (3)

4.56–70.0 4.6–69.9 4.6–69.9 30.1–95.4 30.1–95.4

Total (20) 70.0 (14) 60.0 (12) 65.0 (13) 75.0 (15) 80.0 (16)

48.1–85.5 38.7–78.1 43.3–81.9 53.1–88.8 58.4–91.9

n – number of samples.

KD-POC – Kalazar Detect performed at the point of care.

KD-IMT – Kalazar Detect processed at IMT.

IT-Leish – rK39 –RDT.

IFA – L. major-like based Indirect immunofluorescence assay.

ELISA – L. major-like based Enzyme-linked immunosorbent assay.

No difference across localities (chi-square test, p>0.05) or tests (McNemar’s test, p>0.05).

https://doi.org/10.1371/journal.pone.0230610.t009
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below that obtained using the samples from the other regions and remained below 90%.

According to the recommendations of Boelaert and collaborators, an ideal VL diagnostic test

for case detection should have a sensitivity of� 95% and specificity� 98% [18]The unsatisfac-

tory performance observed in Natal, regardless of the fluid used, can be evidenced by the high

values of LR- were in Natal, not only with oral fluid (0.57; 95%CI: 0.41–0.77) but also with

serum and whole blood (0.20; 95%CI: 0.10–0.41).

Differences in rapid test performance may be due to parasite diversity and /or differences

in antibody levels, which may be associated with age, immune response, and nutritional status

of the patient [10]. However, in our study, the proportion between men and women in Natal

was not different from the other regions studied (chi-square test, p = 0.261). Regarding the

median age group in each locality, a difference was observed only in Aracaju, where a lower

median was observed.

The 250 serum samples sent by the sites of collection to IMT (besides Kalazar Detect) were

submitted to additional tests including DAT as an estimate of total antibody reactivity [10],

due to the good sensitivity and specificity reported van Griensven and Diro [38], IT-Leish, IFA

and ELISA. Although DAT sensitivity was not statistically different in VL patients (99.2%) and

VL/aids patients (90.0%), (Fisher’s exact test, p = 0.0507), DAT median titers were lower in

Table 10. Specificity (%) and 95% confidence intervals (95% CI) of Kalazar Detect performed at the point of care (POC) and IT-Leish and other tests performed at

IMT, in serum samples from asymptomatic and potential cross-reactive controls, according to the collection site.

Locality (n) Specificity% (n)

CI 95%

KD-POC KD-IMT IT-Leish IFA ELISA

Campo Grande (38) 94.7 (36) 89.5 (34) 97.4 (37) 97.4 (37) 55.3 (21) a

82.7–98.5 75.9–95.8 86.5–99.5 86.5–99.5 39.7–69.8

Bauru (7) 100.0 (7) 100.0 (7) 100.0 (7) 100.0 (7) 71.4 (5)

64.6–100.0 64.6–100.0 64.6–100.0 64.6–100.0 35.9–91.8

Aracaju (13) 92.3 (12) 84.6 (11) 84.6 (11) 76.9 (10) 38.5 (5) b

63.7–98.6 57.8–95.7 57.8–95.7 49.7–91.8 17.7–64.5

Natal (33) 100.0 (33) 97.0 (32) 100.0 (33) 84.8 (28) 60.6 (20) c

89.6–100.0 84.7–99.5 89.6–100.0 69.1–93.3 43.7–75.3

Sao Paulo (15) 100.0 (15) 100.0 (15) 100.0 (15) 73.3 (11) 26.7 (4) d

79.6–100.0 79.6–100.0 79.6–100.0 48.0–89.1 10.9–51.9

Total (106) 97.2 (103) 93.4 (99) 97.2 (103) 87.7 (93) 51.2 (55) e

92.0–99.0 87.0–96.8 92.0–99.0 80.1–92.7 42.5–61.2

n – number of samples.

KD-POC – Kalazar Detect performed at point of care.

KD-IMT – Kalazar Detect processed at IMT.

IT-Leish – rK39 –RDT.

IFA – L. major-like based Indirect immunofluorescence assay.

ELISA – L. major-like based Enzyme-linked immunosorbent assay.

No difference across localities (chi-square, p>0.05).

a – p = 0.002,

b – p = 0.041,

c – p = 0.001,

d – p = 0.003,

e – p<0.001 (McNemar’s test) in relation to KD-IMT.

https://doi.org/10.1371/journal.pone.0230610.t010
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VL/aids patients in relation to VL patients (Mann-Whitney Rank Sum Test, p = 0.0056) in

Natal and in the total of samples (Mann-Whitney Rank Sum Test, p = 0.0004).

Assaying sera from VL and VL/aids patients, this study evaluated two different RDT (Kalazar

Detect and IT-Leish) and in house IFA and ELISA and obtained sensitivity of 87.9%, 94.4%,

80.6% and 94.4%, respectively, in VL patients, and 60.0%, 65.0%, 75.0% and 80.0%, respectively,

in VL/aids patients. Although both RDT tests are rK39-based immunochromatographic tests,

lower sensitivity was observed using Kalazar Detect-IMT in relation to IT-Leish and ELISA

(McNemar’s test, p = 0.013). Our results are in accordance to the evaluation led by the World

Health Organization [10] in which IT-Leish sensitivity (92.0%) was significantly higher than

that of Kalazar Detect (84.7%) in samples from Brazil. Across localities, no significant difference

was observed (chi-square test, p>0.05), although in Natal all tests showed sensitivity below 90%.

Concerning the different tests applied, aids status in VL patients, and the locality studied,

very low sensitivity (25%) was observed in coinfected patients from Natal using Kalazar Detect

(POC and IMT) and IT-Leish. These results corroborate those of other authors [32,39] that

found low sensitivity in coinfected patients. When considering the localities altogether except

for IFA and DAT, all tests had lower sensitivity in coinfected patients. The higher sensitivity of

DAT in relation to Kalazar Detect-IMT both in VL (McNemar’s test, p<0.001) and in coin-

fected patients (McNemar’s test, p = 0.041) is in line with. van Griensven and Diro [38]

As for specificity, both Kalazar Detect-IMT and IT-Leish presented high values, 93.4% and

97.2%, respectively, that corroborate other authors [10,33].

IT-Leish RDT and KD-POC showed the high LR+ (28.62; 95%CI: 9.40–87.16 and 27.64;

95%CI: 9.07–84.23, respectively) and the low LR- (0.06; 95%CI: 0.03–0.12 and 0.09; 95%CI:

0.05–0.16, respectively), which are in accordance to meta-analysis [40].

Concerning ELISA and IFA, we obtained unsatisfactory performance for the diagnosis of VL

compared to Kalazar Detect and IT-Leish, as found by other studies [41]. ELISA demonstrated

a poor specificity, ranging from 38.5–71.4% (56.0% in the total of samples), resulting in a low

LR+ (2.15; 95%CI: 1.70–2.72) and a low accuracy (78.1%; 95%CI: 72.0–83.5). Other authors also

obtained low specificity using total antigen-based ELISA [40–42]. IFA showed low accuracy

(84.6%; 95%CI: 79.1–89.2) mostly due to the low sensitivity, ranging from 60.0–85.2% (80.6% in

the total of samples), corroborating results obtained by other authors [31,40,41,43]

The variable sensitivity of RDT depending on the locality may be attributable to the parasite

diversity. A study using multi-locus microsatellite typing revealed the presence of 67 genotypes

of L. infantum in 162 strains from 17 Brazilian states and 11 from one locality in Paraguay.

Clustering analysis detected the existence of three groups (POP1, POP2 and POP3). POP1 was

observed in 17 of the studied localities (16 Brazilian states and Paraguay), and in some areas, it

was markedly predominant. POP2 was predominant only in Mato Grosso. POP3 was observed

mainly in Mato Grosso do Sul [44].

In São Paulo State, Brazil, multi-locus microsatellite typing analysis defined 33 different

genotypes of L. infantum in 112 samples collected from dogs with visceral leishmaniasis: 67

from the northwestern region and 29 from the southeastern region. Authors correlated the

results with 16 samples from Mato Grosso do Sul State, which borders the northwestern

region. They found two main genetic clusters circulating in SP with strong genetic differentia-

tion (POP-A and POP-B). POP-A was composed of 73.13% of the northwestern region (sub-

POP-A1) and 89.66% of the southeastern region (sub-POP-A2) samples. POP-B was com-

posed of 10.34% of the southeastern region and 26.87% of the northwestern region samples

and 93.75% of MS parasite genotypes were in POP-B. The authors suggested that samples from

POP-B in the northwestern region might be due to the expansion and dissemination of L. infan-
tum from MS. In the southeastern region, infected dogs introduced a new L. infantum population,

probably from other Brazilian regions or by imported dogs from other countries [45].
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Bhattacharyya and collaborators [46] analyzed L. donovani kinesin polymorphisms and the

divergence between East Africa and South Asia, in comparison with L. infantum (L. chagasi)
rK39 (used in Kalazar Detect and IT-Leish). The authors showed a significant genetic diversity

in coding sequences of rK39 homologs among strains in East Africa, between East Africa and

South Asia and between East Africa and rK39 antigen. This genetic diversity could provide an

explanation for the different performances of rK39- based RDT across regions.

rK39-RDT represents an important advance in the diagnosis of VL due to its ease of use, not

requiring equipment and can be carried out at the POC in remote areas. Present results showing

similar performance using whole blood samples is an important additional attribute for its use

at the POC. Nevertheless, its lower sensitivity in some localities and coinfected patients raises a

substantial concern on the routine use of these products for the diagnosis of VL.

One limitation of our study was the small number of controls with possible cross-reactivity,

although the ELISA test showed false positive results with several of the samples from other

diseases and RDT did not. Other limitation was the small number of coinfected VL/aids

patients; nevertheless, the coinfected presented a significant lower sensitivity in relation to VL

patients with all tests but IFA. Another limitation, that preclude the determination of predic-

tive values was that the samples were not selected randomly, but by the previous diagnosis;

nevertheless, the determination of LR overcome this limitation.
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